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In the first experiment it was found that tool-use training 
with force feedback facilitates multisensory integration of 
signals from the tool, as reflected in a stronger crossmodal 
congruency effect with the force feedback training com-
pared to training without force feedback and to no training. 
The second experiment extends these findings by showing 
that training with realistic online force feedback resulted in 
a stronger crossmodal congruency effect compared to train-
ing in which force feedback was delayed. The present study 
highlights the importance of haptic information for mul-
tisensory integration and extends findings from classical 
tool-use studies to the domain of robotic tools. We argue 
that such crossmodal congruency effects are an objec-
tive measure of robotic tool integration and propose some 
potential applications in surgical robotics, robotic tools, 
and human–tool interaction.
Keywords Multisensory integration · Crossmodal 
congruency effect · Force feedback · Robotic surgery
Introduction
The brain’s body representation is characterized by lifelong 
plasticity that can be altered by experience. For instance, 
several experiments have revealed that fake or virtual hands 
as well as tools can be integrated in the body representation 
by investigating changes in behavior, neural activity, or the 
effects of focal brain damage on tool use (e.g., Iriki et al. 
1996; Graziano et al. 2000; Graziano 1999). Changes in 
body representation have been observed following the use 
of relatively simple tools, such as a rake (Iriki et al. 1996; 
Maravita et al. 2002; Farne et al. 2005), and have been 
associated with regions in the posterior parietal and the pre-
motor cortex in which bimodal neurons can be found that 
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process visual and tactile cues (Iriki et al. 1996; Graziano 
et al. 1999; Graziano and Gandhi 2000). In an influential 
neurophysiological study it has been shown that after tool 
use the size of the visual receptive field of bimodal neurons 
in monkey’s premotor and parietal cortex changed, often 
expanding to include the tip of the entire length of the tool 
(Iriki et al. 1996).
The effects of tool use and in particular the question of 
whether peripersonal space (i.e., the space around us that 
is within reach) is extended by tool use have been studied 
extensively using the crossmodal congruency task. In this 
task, participants are required to respond to tactile stimuli—
usually delivered to the thumb and index finger—while 
ignoring visual distractors presented in spatial proximity. 
The CCE is defined as the performance difference (reac-
tion time or accuracy) between incongruent and congruent 
visuo-tactile stimulations and is typically larger when the 
visual and tactile stimuli are closer to each other in space 
(Spence et al. 2004). Visuo-tactile CCEs have been proposed 
to reflect the perceived proximity between visual and tactile 
stimuli and thereby provide an objective measure of the ease 
whereby multimodal information is integrated in the body 
representation (Zopf et al. 2010; Pavani et al. 2000; Aspell 
et al. 2009). Using the CCE, it has been found that active 
tool use increases the interference of visual stimuli pre-
sented at the tip of tools with vibrotactile stimuli presented 
on the hand that holds the tool (Maravita et al. 2002). This 
result was interpreted as reflecting that tools extended perip-
ersonal space and that actively crossing the tools resulted in 
a remapping of peripersonal space (i.e., visual distractors 
presented at the end of a crossed tool interact with the hand 
that is holding the tool). These studies suggest that active 
tool use changes the neural representations of multisensory 
peripersonal space (but see Holmes et al. 2004).
Most studies on tool use and changes in the body rep-
resentation have been carried out with physical tools, such 
as children’s golf clubs (Holmes et al. 2004; Maravita et al. 
2002) and a cane (Serino et al. 2007), or with pointing tools 
such as a computer mouse (Bassolino et al. 2010). Interest-
ingly, a recent study suggests that virtual tool use relies on 
a similar mechanism as the use of real-world tools (Sengül 
et al. 2012). In recent years the use of virtual and robotic 
tools has increased dramatically. For example, more and 
more surgeons interact daily with robotic devices that allow 
them to perform complex surgical procedures in a more 
accurate and efficient manner without being in direct con-
tact with the patient (Horgan and Vanuno 2001; Ayav et al. 
2004; Maeso et al. 2010). In such systems, surgeons are 
seated in front of a console and can remotely control dif-
ferent robotic devices and tools that perform the surgical 
intervention inside the patient’s body. The use of such tel-
eoperated robotic systems thus separates the direct contact 
between surgeons and the biological tissue that the surgeon 
manipulates, but also removes the sense of touch. As a 
consequence, surgeons need to rely exclusively on visual 
cues to “feel” the tissue, which raises questions about the 
usability, intuitiveness and cognitive load of surgical robotic 
systems. Force feedback (FFB) has been shown to increase 
the usability and to decrease the cognitive workload during 
the surgery, as reflected in faster learning curves (Narazaki 
et al. 2006; Okamura 2009). In previous studies the abso-
lute identification paradigm (AIP) and Fitts’s law have been 
used to characterize the human–interface interaction (Tan 
et al. 2010; Zimmerli et al. 2012). These studies focused on 
specific surgical tasks and their completion during surgical 
procedures. However, it remains unknown whether FFB 
would also facilitate the integration of the tool in the body 
representation, as in the case of real-world tools. The inte-
gration of the tool in the body representation may be critical 
for a successful interaction with the surrounding world, as 
evidenced for instance by studies with upper limb amputees 
wearing a prosthesis. Thus, it has been found that sensory 
feedback is an important predictor of the success rate of 
training with the prosthesis. For instance, tactile feedback 
improved the integration of the prosthesis in the body repre-
sentation, and as a consequence, the prosthesis was actually 
considered as a real and useful part of the body (Rosen et al. 
2009; Marasco et al. 2011; Ehrsson et al. 2008).
Tool incorporation is a complex process that involves the 
integration of vision, touch, proprioception and motor cues. 
Analyzing the effect of each of these factors individually 
and systematically would provide a better understanding of 
the complex process of tool use. Haptic interfaces provide 
several advantages in this respect: They are robotic sys-
tems, which enable human users to touch and interact with 
virtual objects (Stanney et al. 1998; Mahvash and Hayward 
2004) and offer the possibility of performing controlled 
studies with very precisely defined and standardized condi-
tions in virtual reality that cannot be done in the real world. 
These devices thereby enable the independent manipulation 
of the different factors involved in tool use, such as FFB. 
Using a haptic device enables us to isolate the effect of 
FFB and to study its role in the multisensory integration of 
peripersonal space as measured by the crossmodal congru-
ency task. The aim of the present study was to investigate 
the effect of FFB on tool incorporation as measured by the 
CCE. More specifically, we investigated whether visuo-tac-
tile CCEs could be used as an objective assessment of the 
effects of FFB on tool use; as such, findings could inform 
surgery robotics to enhance safety and to increase the usa-
bility of the surgical robotic systems.
To this end, we used a new haptic device and virtual 
reality platform (see also Sengül et al. 2012) to investigate 
visuo-tactile integration as measured by the CCE, during 
surgical-like tasks. We first tested whether and how the 
CCE was modulated by movements of the tool and FFB 
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(study 1 and 2). Second, we tested whether a temporal mis-
match between visual feedback and FFB would modulate 
the strength of the CCE (study 2).
Materials and methods
Subjects
A total of 20 healthy right-handed participants took part in 
the present experiments: twelve participants (three female) 
with an average age of 27.5 years (range 21–37 years) in 
study 1 and eight participants (four female) with an average 
age of 21.75 years (range 19–24 years) in study 2. All par-
ticipants had normal or corrected to normal vision, no dis-
order of touch and had no history of neurological or psychi-
atric conditions. Each experiment took around 60 min per 
participant. Participants were informed about the general 
purpose of the research, gave their informed consent and 
were compensated for participating in the experiment. The 
study protocol was approved by the local ethics research 
committee—La Commission d’ éthique de la recherche 
Clinique de la Faculté de Biologie et de Médecine—at the 
University of Lausanne, Switzerland, and was performed in 
accordance with the ethical standards described in the Dec-
laration of Helsinki.
Materials and apparatus
In this study the same robotic system was used as described 
in Sengül et al. (2012). In this system the tracking of the 
hand movement and FFB are provided through a cable-
driven bimanual haptic interface, thereby providing a large 
workspace for moving the hands. The system provides 
7° of freedom in motion, and it can render high forces in 
3-translation directions (XYZ) without instability. The sys-
tem has two lightweight grippers that enable transparent 
interactions with virtual reality, thereby enabling realistic 
bimanual manipulations.
The CCE was measured using the same apparatus and 
procedures as in Sengül et al. (2012). The participants sat 
at a table and held two grippers (see Fig. 1). Their move-
ment was transmitted by the encoders on the haptic device 
directly to the robotic tools so that they could interact with 
a deformable object and could see this interaction via the 
head-mounted display (HMD). CHAI 3D open-source plat-
form and a set of C++ libraries were used for modeling 
and simulating the haptics and for visualization of the vir-
tual world. This platform supports several commercial hap-
tic devices, and it is possible to extend it to support new 
custom-made FFB devices. Accordingly, we extended our 
platform by adding the drivers and libraries of our own cus-
tomized FFB device (chai3d.org, Conti et al. 2005). A vir-
tual world with two surgical tools and a deformable object 
was developed. The da Vinci surgical tools were modeled 
by a CAD program, Unigraphics, and imported into the vir-
tual scene. To model the deformable object and interaction, 
GEL dynamics engine (Stanford University) was used. 
This engine enabled us to simulate the dynamic behavior 
of complex deformable objects (Parikh et al. 2009). The 
model used a skeleton of a mesh object filled with spheres 
that were connected with elastic links to model elongation, 
Fig. 1  Experimental setup used 
in the experiments. A cable-
driven haptic device (the Da 
Vinci simulator) with a large 
workspace was used. Partici-
pants interacted with the virtual 
object through the handles of 
the device, and their move-
ments were shown through a 
HMD. To mask the noise of 
the vibrators and environment 
noise, headphones were used to 
present white noise. Participants 
responded to vibrotactile stimuli 
using the foot pedals. A chin 
rest system was used to prevent 
undesired movement of the head
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flexion and torsion. The spheres were attached to the near-
est vertex of the mesh, and as the skeleton deforms, the 
shape of the mesh updates at every simulation cycle. Some 
of the fundamental classes of the CHAI3D platform were 
used to communicate between the haptic device and the 
computer. The universal device handler was used to auto-
matically detect the available haptic devices. A haptic 
thread was used, which runs in higher priority to handle 
the high-speed servo loop between the simulation and the 
device. FFB was modeled in the haptic thread by using a 
spring force model. As the deformable object was grasped 
and pulled in any direction, a FFB modeled as a spring 
force field was provided in the opposite direction of pull. 
In this way as the proprioception cues of the subject were 
updated with pulling, a spring force field was given as feed-
back. The dynamic behavior of the deformable object was 
updated using the GEL dynamic engine in the haptic thread 
(Parikh et al. 2009).
Visual distractor stimuli were 5-mm-diameter virtual 
LEDs, positioned at the upper and lower claw of the robotic 
grippers. A visual fixation cross was presented between the 
vertical and horizontal midpoint of the corresponding four 
LEDs. Participants’ responses were collected by using the 
same apparatus and procedures as described in Sengül et al. 
(2012).
In study 2, the same materials and apparatus were used 
as in study 1, except that a new virtual reality scene with a 
new task was used. A new soft deformable object was mod-
eled to simulate a soft tissue test pad similar to the ones 
used in surgical training. The same open-source platform 
(CHAI 3D) and dynamic engine were used to model the 
deformable object and interactions. To manipulate the real-
ism of the FFB, a delay in the FFB was implemented. Two 
semicircular surgical needles were modeled in the CAD 
program and imported into the virtual scene (see Fig. 5). 
Two big circular points were placed in the left and right 
upper part of the test pad to indicate the release point. Hav-
ing a release point enabled a better control of the move-
ment performed by the participants.
Procedure
Study 1
In the first experiment participants were seated in front of a 
table. The table height was adjusted for each subject. Par-
ticipants held the two haptic interfaces in their left and right 
hands. In this experiment there were two main tasks: the 
tool-use task and the crossmodal congruency task. Instruc-
tions relating to these two tasks were given prior to testing.
In the tool-use task, participants used the robotic tools to 
interact with the deformable object for a duration of 40 s. 
There were three conditions: “static”, “without FFB” and 
“with FFB”. In the “static” case, which was used as a base-
line condition, participants did not move the robotic tool; 
they just held the tools for 40 s. The static condition was 
included as a baseline condition, to compare the effects 
of merely holding the tools with active tool use with and 
without FFB. During the “without-FFB” condition, partici-
pants were required to use the tools to virtually grasp the 
boxes and pull them. While they were interacting with the 
boxes, the pulling of an elastic rope was visualized, but no 
FFB was provided during that interaction (see Fig. 2). In 
the “with-FFB” condition, while participants pulled the red 
boxes, in addition to the visualization of the pulling of an 
elastic rope as in the “without-FFB” condition, FFB was 
also provided. These three tool-use conditions were con-
ducted in a random order. After participants performed one 
of the three tool-use tasks, they were instructed to perform 
the second task, the crossmodal congruency task.
In the crossmodal congruency task, participants were 
instructed to make speeded elevation discriminations of the 
vibrotactile stimuli. They were told that visual distractors 
would be presented just prior to the vibrotactile stimuli, but 
they should ignore them as much as possible. They were 
instructed not to close their eyes and fixate on the central 
fixation cross. In each trial, a visual distractor stimulus was 
presented 100 ms before the vibrotactile stimulus (SOA 
100 ms) (Shore et al. 2006; Sengül et al. 2012). Visual dis-
tractors were presented on the tip of each gripper’s arm, 
matching the positions of vibrotactile stimuli on the par-
ticipant’s hands. The posture of the real hands was matched 
with the posture of the virtual grippers in order to increase 
the realism during the tool-use task and the CCE task. Sub-
jects were told explicitly to match the posture of hands with 
the virtual grippers and not to move their hands during test-
ing. The virtual grippers and the real hands matched not 
only in terms of posture but also in terms of their apparent 
Fig. 2  Virtual reality view used in the tool-use task in experiment 1. 
Robotic tools were modeled based on the dimensions of the Da Vinci 
grasping tools. A deformable object was simulated, and red cubes 
indicated the grasping point. When the red cubes were pulled, a 
thread was shown to simulate the pulling of a thread in surgical pro-
cedures
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spatial location. Apparent spatial location of the virtual 
tools was matched with the participants’ hands by matching 
the distance between two virtual grippers with the distance 
between the participant’s hands. This was monitored by the 
experimenter. Visual inspection during the CCE test con-
firmed that participants did not actively move their hands 
and they matched the posture of the hands and spatial loca-
tion. The position of the grippers in the crossmodal congru-
ency task is shown in Fig. 3.
The participant’s right foot rested on the two pedals. 
Participants were instructed to press both of the pedals for 
the default condition, to lift the toes when they perceived 
vibrotactile stimuli at the index finger or lift the heel when 
they perceived it at the thumb. This toe/heel response was 
mapped to the index/thumb to make it compatible with the 
upper/lower elevation of the vibrotactile and visual stimuli. 
After every 16 CCE stimuli, they were informed that the 
task was finished and that they could prepare for the next 
tool-use task. Each block consisted thus of 16 CCE stimuli 
and was presented 8 times for each condition (static, with-
out FFB and with FFB).
Study 2
The procedure of the experiment was similar to study 1. 
There were again two main tasks: a tool-use task and the 
crossmodal congruency task. In the tool-use task, par-
ticipants used the robotic surgical tools for 40 s to inter-
act with the deformable object. There were two conditions: 
“synchronous” and “asynchronous,” and they were pre-
sented in a random order determined by the computer. In 
the “synchronous” condition realistic feedback was given, 
and in the “asynchronous” condition unrealistic feedback 
was given. In the “synchronous” case, participants were 
required to grasp the needles and bring them to the release 
points, which were big balls on the upper part of the test 
pad. As they were pulling the needles, the pulling of an 
elastic rope was visually displayed with synchronous FFB. 
In the asynchronous case, participants performed the same 
task but with different FFB. As they pulled the needles, the 
pulling of an elastic rope was visualized synchronously, 
but the FFB was presented asynchronously, with a 600-ms 
delay. After participants performed one of the two tool-use 
tasks for around 40 s, they were instructed to perform the 
crossmodal congruency task, which was exactly the same 
as in study 1.
Data analysis
Trials with incorrect responses were discarded from the 
reaction time analysis (but they were analyzed in the analy-
sis of the percentage of errors). Trials with reaction times 
larger than 1,500 ms and above the 3-sigma boundaries 
were removed. Statistical analysis was based on the mean 
reaction times and error rates per condition for each partici-
pant. When vibrotactile stimuli and visual stimuli are pre-
sented at the same elevation, independent of relative side, it 
is referred to as “congruent”. When they occur at different 
elevations, it is referred to as “incongruent”. The CCE is 
defined as the difference in reaction times (or percentage 
error) between the incongruent and congruent conditions. 
Data from all trials that resulted in correct responses were 
analyzed by means of a repeated measures ANOVA on the 
mean values of reaction times. Paired t tests were used for 
the post hoc comparison of the CCEs. All numerical val-
ues represent the mean and between-subject standard error. 
The results focused primarily on the RTs rather than errors, 
since it has been shown that RTs are more sensitive for the 
CCE (Pavani et al. 2000; Aspell et al. 2009; Shore et al. 
2006; Sengül et al. 2012).
In study 1 and study 2, there were two blocks of 16 
practice trials each, which were not analyzed. Participants’ 
accuracy was more than 85% following the practice blocks. 
In study 1, practice blocks were followed by 24 experi-
mental blocks of 16 trials each, resulting in a total of 384 
trials. Each of the 16 possible combinations of vibrotac-
tile and visual distractor stimuli (4 visual distractors × 4 
vibrotactile target locations) was presented 8 times for each 
condition (static, without FFB and with FFB) in a pseudor-
andomized order determined by the computer. In study 2 
practice blocks were followed by 20 experimental blocks of 
16 trials each, with 10 blocks for synchronous FFB and 10 
blocks for asynchronous FFB, resulting in a total of 320 tri-
als. Each block was presented in a pseudorandomized order 
determined by the computer.
In sum, the first experiment was designed in a 2 × 2 × 3 
factorial manner. The 3 within-subject factors were “con-
gruency” of the elevation of the vibrotactile stimuli with 
respect to the visual distractors (congruent vs. incongru-
ent), the vibrotactile target “side” with respect to the visual 
Fig. 3  Virtual reality view used in the CCE task in experiment 1. 
Following each tool-use task, a crossmodal congruency task was per-
formed. A fixation cross was shown in the middle of the screen dur-
ing the CCE task. Blue balls were presented as visual distractors at 
the tip of each gripper
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distractor side (same vs. different) and the type of “con-
dition” (static, without FFB and with FFB). Study 2 was 
designed in a 2 × 2 × 2 factorial manner. The factors were 
“congruency” of the elevation of the visual distractors with 
respect to the vibrotactile stimuli (congruent/incongruent) 
and visual distractors “side” with respect to the vibrotactile 




Reaction times ranged between 411 and 891 ms. Statisti-
cal analysis performed on RTs revealed a main effect of 
congruency (F(1, 11) = 32.9, p < 0.001, d = 0.749) and 
a significant interaction between the factors side and con-
gruency (F(1, 11) = 27.5, p < 0.001, d = 0.714), confirm-
ing that CCEs (i.e., the difference between incongruent 
and congruent visuo-tactile stimulation) were significantly 
larger in the same side conditions compared to the differ-
ent side conditions (t(1,11) = 5.24; p < 0.001). Crucially, 
we also found a three-way interaction between the factors 
condition, side and congruency (F(2, 11) = 4.9, p < 0.05, 
d = 0.308). Post hoc analysis revealed that the same side 
CCEs in the with-FFB condition was significantly larger 
than same side CCE for the static condition (t(1,11) = 2.17; 
p < 0.05) and the without-FFB condition (t(1,11) = 3.03; 
p < 0.05), whereas no such difference between the static 
condition and the without-FFB condition (p = 0.59, N.S) 
and conditions for different side CCEs (p > 0.61) was 
found (see Fig. 4; Table 2). Since each experimental condi-
tion was presented in a random order, it is possible that the 
CCE in the static conditions was stronger in the last blocks, 
compared to the first ones, because they were preceded by 
blocks in which the tool was actively used. In order to con-
trol for the possible confound of carry-over effects in the 
static condition, we split the data of the static condition into 
two blocks (first four and last four blocks). Comparing the 
CCE values in the first and last blocks did not reveal any 
interaction of block with any of the other variables. Also, 
there was no significant difference between the first and 
last blocks (p = 0.51 N.S.), indicating that the compara-
ble CCE magnitude in static and movement condition is not 
due to carry-over effects.
Statistical analysis performed on errors revealed a main 
effect of congruency (F(1, 11) = 10.2, p < 0.01, d = 0.479) 
and a significant interaction between side and congruency 
(F(1, 11) = 8.12, p < 0.05, d = 0.429). No other effects 
were found to be significant (all p > 0.21). Comparisons 
between the ANOVA on RTs and errors revealed a common 
significant effect of congruency and a common interaction 
between congruency and side, suggesting no speed–accu-
racy trade-offs.
Study 2
Reaction times across the eight experimental conditions 
ranged between 491 and 899 ms. Statistical analysis per-
formed on RTs revealed a main effect of congruency 
(F(1, 7) = 43.2, p < 0.001, d = 0.861) and a significant 
two-way interaction between the factors side and congru-
ency (F(1, 7) = 20.3, p < 0.01, d = 0.743) with same side 
CCEs being significantly larger than different side CCEs 
(t(1,7) = 4.8; p < 0.01). Crucially, we found a signifi-
cant two-way interaction between congruency and delay 
(F(1, 7) = 7.8, p < 0.05, d = 0.529). Post hoc compari-
sons revealed that the CCE in the FFB synchronous con-
dition was larger than the CCE in the FFB asynchronous 
condition (t(1,7) = 2.8; p < 0.05; see Fig. 6; Table 2). In 
contrast to the three-way interaction in study 1, we did 
not observe a significant three-way interaction in study 2 
(p = 0.13 N.S). The three-way interaction in experiment 
1 reflects a side-specific interaction between visuo-tac-
tile cues, whereas the two-way interaction in experiment 
2 refers to a general effect of visual distractors on tactile 
stimuli irrespective of the spatial side at which they were 
Table 1  Mean reaction times in milliseconds and percentage of 
errors and mean crossmodal congruency effect for experiment 1 with 
standard errors in parentheses




   RT 606.3 (30.1) 678.4 (28.5) 72.0 (13.5)
   % 1.7 (1.0) 12.2 (3.4) 10.4 (3.1)
 Without FFB
   RT 577.2 (27.3) 655.4 (30.3) 78.2 (15.1)
   % 4.1 (1.2) 10.2 (2.9) 6.1 (2.8)
 With FFB
   RT 575.8 (29.6) 688.9 (35.5) 113.1 (18.3)
   % 2.5 (0.9) 10.7 (2.9) 8.2 (2.5)
Different side
 Static
   RT 625.6 (31.7) 661.2 (28.2) 35.5 (13.9)
   % 4.8 (1.5) 5.5 (1.3) 0.7 (1.7)
 Without FFB
   RT 603.4 (31.4) 640.5 (32.7) 36.5 (12.1)
   % 6.1 (1.8) 7.1 (1.6) 1.2 (1.8)
 With FFB
   RT 605.6 (35.4) 636.2 (30.7) 30.6 (13.4)
   % 3.6 (1.0) 8.1 (1.7) 4.5 (1.9)
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presented (no side/spatially specific effect). Additionally, 
the two-way interaction between the factors side and con-
gruency indicates there is a CCE side effect (same side 
CCEs are larger than different side CCEs) irrespective of 
whether the FFB was delayed or not.
The ANOVA performed on errors revealed an inter-
action between side and congruency (F(1, 7) = 5.85, 
p < 0.05, d = 0.454) and a tendency toward a main effect 
of congruency (F(1, 7) = 4.77), p = 0.065, d = 0.402). 
A comparison between the ANOVA on RTs and accu-
racy revealed the same tendency for a significant interac-
tion between congruency and side, suggesting no speed–
accuracy trade-offs. Task completion time, distance to the 
release point and position data were registered during the 
experiment and all conditions. For the synchronous FFB 
condition average distance to the release point was 1.9 mm, 
average task completion time was 23.5 s, and average 
deviation from the path was 18.3 mm. The corresponding 
values for the asynchronous FFB condition were 1.9 mm, 
20.8 s, and 19.2 mm. There were no significant differences 
between the synchronous FFB and asynchronous FFB con-
dition for the distance to the release point (p = 0.22 N.S), 
task completion time (p = 0.38 N.S.) and deviation from 
Fig. 4  Behavioral data from experiment 1 with the force feedback 
modulation. The graph shows the CCE (crossmodal congruency 
effect) in milliseconds in experiment 1. The CCE was calculated by 
subtracting congruent from incongruent reaction times. Same side 
CCEs were significantly larger than the different side CCEs. More-
over, the same side CCE for the FFB condition was significantly 
higher than the CCE for both the no-feedback and the static condi-
tion. Error bars represent standard errors
Fig. 5  Virtual reality view used in the tool-use task in experiment 2. 
A test pad was modeled to enable soft tissue deformation. Two surgi-
cal needles were shown, and participants were instructed to grasp and 
bring the needles to the release points that were shown with balls on 
the left and right side of the robotic tools
Table 2  Mean reaction times in milliseconds and percentage of 
errors and mean crossmodal congruency effect for experiment 2 with 
SE in parentheses




   RT 586.9 (30.7) 720.8 (45.2) 133.9 (21.8)
   % 1.5 (0.6) 8.8 (3.6) 7.3 (3.5)
 Asyn
   RT 625.2 (37.0) 721.6 (49.4) 96.4 (17.4)
   % 1.4 (0.6) 11.4 (4.7) 10.0 (4.6)
Different side
 Syn
   RT 628.1 (37.5) 686.9 (41.2) 58.7 (12.1)
   % 4.0 (1.4) 4.3 (2.0) 0.3 (1.6)
 Asyn
   RT 630.9 (38.2) 673.9 (40.0) 43.0 (7.1)
   % 1.3 (0.6) 5.4 (1.8) 4.1 (1.3)
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the path (p = 0.56 N.S.). Therefore, the FFB condition did 
not alter/increase task performance.
Discussion
In this study we examined the effect of FFB on visuo-
tactile integration when using robotic surgical tools. First, 
we confirmed that there was an interaction between vision 
and touch, as reflected in the crossmodal congruency effect 
(CCE) for complex tools such as robotic manipulators. This 
finding extends studies on multisensory integration using a 
robotic setting with virtual hands (Rognini et al. 2012) and 
previous tool-use studies with physical tools (Maravita and 
Iriki 2004; Holmes 2012) and with virtual tools (Sengül 
et al. 2012). Second, we showed that the same side CCE 
was stronger after tool use with FFB as opposed to tool use 
without FFB. Hence, the spatial interaction between vision 
and touch is facilitated by realistic FFB related to the use 
of the tool. Third, CCEs were larger with synchronous FFB 
compared to asynchronous FFB, suggesting that realistic 
FFB enhances the incorporation of the robotic tool in the 
body representation only when the FFB is provided syn-
chronously with the visual feedback.
The results of both experiments show that irrelevant 
visual distractors on the robotic tools interfered with tac-
tile discrimination responses to stimuli applied to the par-
ticipant’s hand. The interfering effect of the visual stim-
uli on the robotic tools was reflected in slower RTs for 
incongruent compared to congruent visuo-tactile stimula-
tion, which is known as the CCE. This finding of a CCE 
for a robotic tool is consistent with the previous studies 
on visuo-tactile integration in relation to the use of real-
world tools (Holmes et al. 2004; Maravita et al. 2002). In 
addition, the results of both experiments also show larger 
CCEs when the visual distractors and vibrotactile stimuli 
were presented at the same azimuthal location (i.e., the 
same side CCE was larger than the different side CCE for 
all conditions in both experiments). As it has been sug-
gested that the CCE side effect provides a direct measure 
of the strength of visuo-tactile interaction in peripersonal 
space (Holmes et al. 2004), the stronger same side CCE 
compared to a different side CCE suggests a possible 
modulation and extension of peripersonal space by robotic 
tool use. The results of experiment 1 showed that the spa-
tial interaction between vision and touch depends on feed-
back type, which was reflected in a three-way interaction 
between congruency, side and feedback type. A post hoc 
analysis of this interaction revealed that there was no dif-
ference between the static condition and the without-FFB 
condition, but there was a difference between the without-
FFB and the with-FFB condition. This result shows that 
tool use without force feedback does not increase the dif-
ference between the same side and different side CCE, but 
that the CCE side effect is enhanced when FFB is present. 
Thus, virtual tool use without force feedback does not 
facilitate multisensory integration in peripersonal space. 
This could be due to the fact that in the present experi-
ments with robotic tools participants were wearing HMDs 
and they did not view their real hands. This setup may 
have facilitated the automatic integration of visual infor-
mation related to the robotic tool with proprioceptive sig-
nals related to the body—irrespective of whether the tool 
was actively used as in the without-FFB condition or not, 
as in the static condition (see also: Sengül et al. 2012). 
Additionally, during the CCE task, the posture of the real 
hands was matched with the posture of the virtual grippers 
in order to increase the correspondence between visual 
information related to the tool and proprioceptive infor-
mation related to the position of the hands. Matching the 
position of the hands with the virtual grippers may have 
made the participants feel the visual distractor stimuli at 
Fig. 6  Behavioral data from 
experiment 2 with the delayed 
force feedback modulation. The 
graph shows the crossmodal 
congruency effect (CCE) in mil-
liseconds in experiment 2. The 
CCE was calculated by subtract-
ing congruent from incongruent 
reaction times. Same side CCEs 
were significantly different than 
different side CCEs. Moreo-
ver, the same side CCE for the 
synchronous FFB condition was 
significantly higher than the 
CCE for the asynchronous FFB 
condition. Error bars represent 
standard errors
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the position of the hand, and this may have increased the 
interaction of the light stimuli with the vibrotactile stimuli.
The novelty of the present study lies in the systematic 
investigation of the effect of haptic FFB on multisensory 
integration. In the first experiment it was found that the 
spatial interaction between vision and touch depended on 
feedback type. More specifically, it was found that the same 
side CCE was largest for the FFB condition and it was sig-
nificantly reduced for the other two conditions (static and 
without FFB). Moreover, there was also a greater differ-
ence between same side and different side CCEs in the FFB 
condition compared to the static and without-FFB condi-
tions. The CCE side effect that was found in the FFB con-
dition in experiment 1 and the general CCE effect that was 
found in both the synchronous and the asynchronous condi-
tion in experiment 2 likely reflect that visual stimuli were 
perceived in close proximity to the tactile stimuli applied 
to the hands. Thus, FFB enhances the remapping of visual 
information in peripersonal space. The enhanced CCE side 
effect likely reflects a stronger integration of the tool in 
the peripersonal space representation, as previous studies 
have shown that the size of the CCE is enhanced for stimuli 
that are easily integrated in the body representations (Rub-
ber hands: Pavani et al. 2000; Tools: Maravita et al. 2002). 
Thus, the results of the first experiment show that visual 
stimuli at the end of the tools interfered more strongly with 
the vibrotactile stimuli on the handle when FFB (modeled 
as a spring force field which was provided in the opposite 
direction of pulling) was provided compared to when no 
FFB was available. This finding extends previous tool-use 
experiments, showing that multisensory visuo-tactile inte-
gration was facilitated by additional visuo-proprioceptive 
congruency (FFB) that might be considered as a case of 
more interactive or realistic tool use.
While the first experiment focused on how FFB changed 
visuo-tactile integration of a tool, the second experiment 
investigated whether the temporal congruency of FFB 
affected visuo-tactile integration. The second experiment 
served as a control study for the first experiment to study 
how FFB realism affects visuo-tactile integration. In exper-
iment 2 it was found that the synchronous FFB resulted in 
a stronger overall CCE compared to the asynchronous FFB 
condition and that this was found irrespective of whether 
the visuo-tactile cues were presented on the same or dif-
ferent side. As it has been suggested that the magnitude of 
the CCE reflects the strength of an object’s integration in 
the body representation (van Elk and Blanke 2011; Heed 
et al. 2012), this finding indicates that synchronous FFB 
enhances embodiment of the virtual tool. The delay in FFB 
resulted in an unrealistic FFB and as a consequence may 
have decreased the integration of the tool in the body repre-
sentation, as reflected by a smaller CCE. This result is rem-
iniscent of the findings by Pavani et al. (2000), who showed 
that the CCEs were smaller when rubber hands were placed 
in an anatomically impossible position, suggesting that the 
CCE provides a measure of hand ownership and body own-
ership (see also Aspell et al. 2009).
An important question is to what extent the data from 
the present study truly reflect an extension of peripersonal 
space, similar to the extension observed during real-world 
tool use. That is, in real-world tool use the graspable space 
of the hands is directly extended toward the area that would 
be out-of-reach without using a tool. In the present study 
participants viewed a virtual tool that was matched in its 
apparent spatial location to the position of the real hands. 
As such, the virtual tools may have been incorporated in the 
participant’s body representation, without really extending 
peripersonal space (i.e., the virtual tools still operated in the 
same space as the participant’s hands). However, we would 
like to point out that in surgical robotics it is precisely the 
process of tool incorporation that enables the extension of 
peripersonal space. For instance, in the Da Vinci system 
the surgeon views the tools at the felt location of his hands 
(resulting in the “incorporation” or “embodiment” of the 
tool; see Sengül et al. in prep.) while his peripersonal space 
is extended beyond his body to the location of the remote 
surgical robot. Similarly, in the present study, although the 
virtual tools were presented in the participant’s peripersonal 
space, as virtual tools they can represent remote actions far 
beyond the space directly surrounding the subject’s body. 
Thus, the present study provides direct insight into the dif-
ferent factors facilitating tool incorporation, which as such 
can facilitate the extension of peripersonal space.
In the present study we used a haptic device that has 
been described as an example of a “detached tool” accord-
ing to the tool definitions of Holmes and Spence (2006). 
Detached tools, such as telesurgical tools, surgical simu-
lators and haptic devices, enable neuroscientists to per-
form studies, which would not be possible with real tools, 
for instance as in the present experiments by introducing 
delays between performed and displayed movements and 
by modulating the FFB. Haptic perception combines both 
somatosensory and proprioception cues (Blanchard et al. 
2011). Separating the contribution of tactile and proprio-
ceptive cues is therefore experimentally difficult. Robotic 
systems such as haptic devices can be used to analyze the 
effect of these signals individually by introducing delays 
and manipulating FFB, thereby allowing more controlled 
experimental setups to analyze the effect of the different 
factors involved in multisensory integration in peripersonal 
space.
For the haptic community, learning how these tools 
are integrated in the brain’s body representation may aid 
the design of ergonomic and usable interfaces and could 
enable a more objective assessment of their usability (Lee 
et al. 2005; Santos-Carreras et al. 2011). The results of the 
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present studies show that methodologies from cognitive 
neuroscience (i.e., the crossmodal congruency task) can be 
used to investigate whether and how visual and tactile cues 
are integrated when using robotic technology. Up to now, 
human factors in robotics, especially in surgical robotics, 
have been quantified by means of questionnaires, surveys 
or performance-based studies (Prasad et al. 2002; Lee et al. 
2005; Santos-Carreras et al. 2011). These studies focused 
on performance measures, but they neglected the basic and 
quantifiable change of multisensory integration due to tool 
use (Tan et al. 2010). Our methodology allowed us to study 
human factors in a current surgical interface with a more 
objective assessment technique by quantifying visuo-tactile 
integration based on reaction time and accuracy measures 
using the CCE.
Conclusions
In previous tool-use studies, researchers used physical tools 
to analyze the multisensory integration of vision and touch. 
These studies could not investigate the role of propriocep-
tive signals and their integration with visual and tactile cues 
because it is not possible to manipulate FFB systematically 
with physical tools. In the present study a haptic robot was 
used, thereby allowing us to manipulate FFB and to inves-
tigate the effect of visuo-proprioceptive signals on multi-
sensory visuo-tactile integration in peripersonal space. We 
showed that online FFB facilitates the integration of vision 
and touch, as reflected in stronger CCEs. In addition, our 
results showed that the virtual tools might have been incor-
porated in the participant’s body representation, without 
really extending peripersonal space. Similar mechanisms 
likely also apply to the use of robotic tools, such as those 
used in the field of surgical robotics, in which a surgeon 
may use bimanual haptic interfaces to control a surgery 
robot at a remote location (e.g., surgeon in New York con-
trolling a robot in Paris, e.g., Sengül et al. in prep). Such 
robotically “extended” virtual scenarios provide novel 
research opportunities to understand whether such altered 
body representations reflect extensions or projections of 
peripersonal space (i.e., Holmes 2012; Maravita and Iriki 
2004). Finally, such studies allow us to investigate whether 
and how the brain’s representation of physical peripersonal 
space may differ from the representation of virtual-robotic 
peripersonal space.
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